Transesophageal echocardiographic imaging of misplaced ventricular pacing electrode.
Misplacement of pacemaker electrodes has been reported in different locations within the heart with divers clinical consequences. We present a patient in whom transesophageal echocardiography was of significant importance in imaging and understanding the electrode's course within the heart chambers.